Auto Excel Export




Setting Up Auto Export Labels to Microsoft Excel

Notes:

* MS Excel must be installed in order to use this
feature. Do not attempt to enable Auto Excel
Export if MS Excel is not installed.

* Auto Export cannot be enabled if ‘Continuous
Acquisition” Mode is enabled.
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Setting Up Auto Export Labels to Microsoft Excel

e Under ‘System Settings’
and choose ‘Auto
Export Labels’

e Choose the "xlIs’ label

From this window, you can select label printer(s), and other options...

System Settings Access Level |

M Operator | M Supervisor

System | Measurement Options | Acquisition | Database | User Access ‘ Display | Switch Config | Power-Level

Custom Titles : Label Printer - extension

Frsttite:  [Custom1 Firstprinter:  |Foxit Reader PDF Printer =l ® You must a | SO C h oose a
‘ Second title:  [Custom2 Second printer: |None =l fl |te r Th e Excel fl | e Wi |

Third title: |Custom3

Auto Print Labels

include as headers all
Field Selections from
the filter chosen (Filters
can be defined in the
‘Browser’ tab)

Supervisor P Template Files

Label: |Standard dual-wavelength.xlsx

Change Password

Ll Le

Report: | Report.xml

—_

Chart: | chart.xml >

Field Selection & Sorting Criteria
—Display These Fields

Measurement Date
‘ v | Ty I Fixed Serial Number

Export Save Path: |C:\Users\1.enovobocumems Browse

-~

" -

-

| I
‘ Apply Cancel Dt Incremental Serial Number
|status: | supervisor | 5/18/2016 | 04:42pPM Global Test Status v
‘ [ Custom Field 1
[[] Custom Field 2

[[] Custom Field 3

[[] Custom Title 1

[[] Custom Title 2

[[] Custom Title 3 -
om0

|
O
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Setting Up Auto Export Labels to Microsoft Excel

System Settings

From this window, you can select label printer(s), and other options...

System Measurement Options

Custom Titles

First title: |Custom 1

Second title: ICustomZ

Third title: ICustom3

Supervisor Password

Change Password

Access Level

M QOperator | M= Supervisor

Measure

Database | User Access | Display | Switch Config| Power-Level ﬁlrE

Label Printer

Config

irst printer: IFoxit Reader PDF Printer >

Browser

Second printer: |None

(' Auto Print Labels

Auto Export Labels

j —

About and Help

Labels export extension : |(.xls) |
v
v,

123412 I
Tel 1l
Label: I /

Standard dual-wavelength. xlsx

Report: IReport. xml Ll

Chart: IChart. xml ;l

@: [c:\Users\enovolDocuments | —8idwse

e |

Apply Cancel

| Supervisor | 5/18/2016 | 04:42PM
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e A Label Printer must

also be selected. This
can be anything.
However, make sure
NOT to select ‘Auto
Print Labels’

Finally, choose an
appropriate Excel
template file under
‘Label:’

e You may also change

the Export Save Path
at this point by clicking
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Setting Up Auto Export Labels to Microsoft Excel

Setup I Measurement l Connecﬁonsl Switch Port(s) Configuration

Test Identification

Test Name: |

=

Refresh

Test Configuration

General

Singlemode Wavelength Multimode WavM

Customer: lNone

=

DUT: EI Eimplex FC/APC to FCJAPC -

Operator: l

Second: None

Hardware Type

=

= Standard

Use Secondary Switch

= High Throughput

w1310

= Unidirectional | ™= Connector A

Insertion Loss

m Bidirectional = Connector B

Reflectance

Custom Fields

Custom1:

Custom2 :

Custom3 :

Exit

Status : Current IL monitoring

Supervisor

| s/19/2016

[ 10:51 AM
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e Finally, on the
Setup screen
choose ‘Excel’ as
the first label.

® You are now
ready to run a
measurement.
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Setting Up Auto Export Labels to Microsoft Excel

File Edit View Tools

Organize v

4 5.0 Favorites
Bl Desktop
& Downloads <
| Recent Places
.. Office-3 (MS12)
I/ Ryan
.. RyanJGROptics USB B
23 Dropbox (JGR Optics)

Help

Include in library ¥

4 o Libraries
“ E] Documents
J’ Music
= Pictures
::ﬂ Subversion
E Videos

www.jgroptics.com

Share with v Burn
Name

Bidirectional dual-wavelength:

E Bidirectional single-wavelength.xsx

=] Chartxml

@ ConA dual-wavelength.xlsx

@J ConA single-wavelength.xlsx

2] Label Extended.xml

=] Labelxml

| Report Extended.xml

| Report.xml

] Standard dual-wavelength.xlsx

|ZI_'| Unidirectional dual-wavelength.xlsx

New folder

=[]

Date modified

24272016 12:32 PM
2/2/2016 10:40 AM
4/13/2012 11:27 AM
4/13/2012 11:27 AM
2/2/2016 10:40 AM
2/2/2016 10:40 AM
4/13/2012 11:27 AM
4/13/2012 11:27 AM
4/13/2012 11:27 AM
4/13/2012 11:27 AM
2/2/2016 12:30 PM
2/2/2016 12:32 PM

Search Templates

Type

Microsoft Excel W...
Microsoft Excel W...
XML Document
XML Document
Microsoft Excel W...
Microsoft Excel W...
XML Document
XML Document
XML Document
XML Document
Microsoft Excel W...

Microsoft Excel W...

e Templates can be
found in:
C:\ProgramData\)GR\
MS12001\Templates

® The program will
overwrite the data on
sheet ‘DUT
Information” according
to the Filter chosen.

e The sheet ‘Label can
be set up in any way
you wish to pull data
from ‘DUT Information’

JGR
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Setting Up Auto Export Labels to Microsoft Excel

Filter: I Excel Filter

Condition Builder

=l

Refresh Add Delete

e’
Copy To

r—Selection Criteria

Field Name:

Custom Field 1

~Number of Records to Retrieve

Value:
Operator: Value: ﬁ m Percent (%)
J£2 | COES = 4|

Note on Selection Criteria:

[[] Custom Title 1

[[] Custom Title 2

[[] Custom Title 3
< | i

Dum_GlobalTestStatus >= 0 <- AND An expression is a combination ot <Field
Name ><Operator ><Value >. Expressions
<-OR may be combined using AND or OR operators.
Please make sure to insert each expression
3 by using the appropriate button.
»
Field Selection & Sorting Criteria
Display These Fields ——————————) \Sort Criteria
ield name:
[] Measurement Date e N /= Ascending = Descending
[V] Fixed Serial Number L Ie‘stom Field 1 LI
[¥] Incremental Serial Number |~
4| Global Test Status
[[] Custom Field 1
[[] Custom Field 2 <-Insert
[[] Custom Field 3

Important:
’ The fields in the sorting criteria must first be selected from in
Field Selection list.

O

Clear
\ Status : Ready
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* Oncein the ‘Browser tab go to

the ‘Filter Builder’

Filter Builder...
Status : Ready

Statistics...

To build the filter you must
define at least one condition as
shown. However the Excel label
export is only looking at the
Fields selected here:

Once a filter is built, restart
MS12001 and you will see the
filter available to select in the

‘System Settings’ screen.

optncs



